Spectral transmission characteristics of intraocular and aphakic contact lenses.
Of seven intraocular and 13 aphakic hard contact lenses evaluated for their transmission characteristics to near UV radiation, all intraocular lenses and 12 of 13 hard contact lenses showed high transmission peaks for UV radiation between 300 and 400 nm.